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INTRODUCTION
Laparoscopic surgery has significantly evolved as a conventional surgical procedure for smaller incisions and faster recovery since its emergence in the late 1980s [1, 2] . It is a standard alternative practice to the traditional open operation in cholecystectomy, nephrectomy, and other procedures [3] [4] [5] . Conventional laparoscopic surgery requires 3 or more 5-10 mm trocars. The number of trocars is associated with postoperative pain, cosmesis, and the risk of bleeding or organ damage [6, 7] . Minimizing the invasiveness of surgery is a fundamental driving force for surgeons and patients seeking new procedures with fewer trocars.
Single-site laparoscopy (SSL), represented by laparoendoscopic single-site (LESS) surgery and natural orifice transluminal endoscopic surgery, has recently gained more interest among minimally invasive laparoscopic surgeons [8] [9] [10] . SSL is superior to conventional multiport laparoscopy for cosmesis because the new procedure relies on a single port site that is limited to an inconspicuous position. In theory, the number of trocars is reduced in SSL. However, in reality, the incision length of the single port in SSL is much greater than that used in conventional multiport laparoscopy (approximately 25-30 mm vs 5-12 mm), which increases the risk of post-operative inflammation [11, 12] . Moreover, because all of the instruments are restricted to a single trocar, SSL is also technically demanding, and the technical challenges are intrinsically linked to loss of triangulation and instrument conflicts [13] [14] [15] . As a result, the widespread adoption of SSL is limited.
In the hands of laparoscopic surgeons, laparoscopic surgery has relied on fewer conventional trocars and multiple instruments constrained in a single trocar to overcome the challenges faced by SSL. Therefore, our team attempted to perform trocar-less laparoscopy by developing a miniature magnetically anchored camera that can pass through a conventional laparoscopic trocar. The magnetically anchored and controlled instruments were first introduced by Caddedu in 2007 and were called magnetically anchored and guided systems [16] . Such instruments are positioned intraabdominally and stabilized through a coupling force to external magnets on the abdominal skin. In this way, the instruments do not share space with the trocar during surgery.
In the present study, we present the initial development of an MMAC weighing 12 g and measuring Φ10.5 mm × 55 mm. It has a 30° downward angle and can be inserted into the abdomen through a conventional 12 mm trocar. By using this miniature camera, the number of conventional trocars is reduced without adding more demanding technics. This camera provides excellent optics of the surgical space and can easily be maneuvered in the abdomen. With this camera, a trocar-less laparoscopic cholecystectomy using two conventional trocars was performed in an animal model.
MATERIALS AND METHODS

System composition
Similar to our previous work, the miniature magnetically anchored and controlled camera system consists of an MMAC with a 30° downward angle, an external magnetically anchored unit, and a vision output device.
The camera is the internal component and is inserted into the abdominal cavity through a conventional trocar. Its position in the abdomen is controlled by the external magnetically anchored unit via a magnetic force through the abdominal wall. On the basis of previous work, the external magnetically anchored unit is composed of 15 magnets (60 mm × 10 mm × 4 mm, NdFeB N50 permanent magnet). The external magnetically anchored unit regulates the magnetic force according to abdominal wall thickness. The vision output device displays an image captured by the miniature camera and supports power for the system.
Miniature magnetically anchored camera
The size of the camera is the most important part for trocar-less laparoscopy surgery. The MMAC measures Φ10.5 mm × 55 mm and is composed of two magnets (Φ8 mm × 7 mm, NdFeB N50 permanent magnet), a vision model, a metal hexagonal nut, and a light source (Figure 1 ). The vision model is produced by Audenson Technology Corporation (Shenzhen, China) and consists of a 1/5″ 1024 × 768 pixel color CMOS camera and a 720-line TV contained in an 8 mm × 6 mm × 2.5 mm cuboid. The focal length of the camera lens is 6-8 cm. The metal hexagonal nut is fixed on the lateral surface of the vision model. The nut is used to achieve the 30° downward angle of the vision model. A 3 W hemispherical light-emitting diode (LED) (Juli Industrial Development Corporation, Shenzhen, China) is the light source. It provides high-color temperature (6000-6500 K) and luminous flux (200-220 LM) equal to that of xenon lamps used in conventional laparoscopy. The MMAC weighs approximately 12 g.
In vitro test
A laparoscopy training platform, called the ex vivo real-liver laparoscopic training system, was used as the bench test in this study ( Figure 2A ). It was composed of a special dummy and a laparoscope. The abdominal wall of the dummy was made of a material and a nonmagnetic metal support that mimics the elasticity and shape of a human pneumoperitoneum. A partial porcine liver was placed in the dummy for the laparoscopic cholecystectomy model.
In the bench test, a laparoscope was inserted through an umbilical trocar when necessary to visualize the camera performance. The trocar-less laparoscopic cholecystectomy was performed using a 12-mm trocar and a 5-mm conventional trocar. The 12-mm trocar was placed below the xiphoid, and the 5-mm trocar was placed at the right mid-clavicular line. The MMAC was inserted into the abdomen through the 12-mm conventional trocar and then coupled to the external magnetically anchored unit by gently depressing it. The camera was maneuvered into position using the external magnet. The conventional laparoscopic instruments (Hangzhou Kangji Medical Instrument Co., Ltd., Zhejiang, China) were inserted through the 12-and 5-mm trocars as needed during the cholecystectomy. The gallbladder was freed from its hepatic attachments, and the cystic duct was transected. After completing the procedure, the gallbladder was extracted from the xiphoid defect. The camera was removed by pulling cables after decoupling the external magnet. The procedure was performed 6 times. The performance of the MMAC was evaluated by manipulation, operative time, and the achievement of critical views.
In vivo test
After obtaining approval from the institutional animal care and use committee of our institution, the trocarless laparoscopic cholecystectomy was performed in 4 male canines weighing a mean of 15 kg. The surgical instruments and techniques used were the same as for the in vitro test. Additionally, the abdominal cavity was insufflated with carbon dioxide to a pressure of 15 mm Hg. The surgeon manipulated the external magnet during the procedure to adjust the view of the MMAC. After the operation, the surgeon closed the incision with an interrupted absorbable suture. In addition to the indicators mentioned above, estimated blood loss, adverse events, and biosafety were used to assess the camera. Biosafety was evaluated by peritoneal specimens in the active area of the magnetic camera. They were harvested after the operation and examined using HE staining.
RESULTS
The trocar-less laparoscopic cholecystectomy using 12-and 5-mm conventional trocars was successfully performed in vitro in all 6 cases. The MMAC easily passed through the 12-mm conventional trocar, and only thin wires for powering and imaging were left in the trocar, which provided sufficient space for conventional laparoscopic instruments and did not cause instrument conflicts. The camera was anchored and controlled well by the external magnetically 
DISCUSSION
SSL was once considered a promising alternative approach to conventional laparoscopic surgery [9] .
Unfortunately, all instruments were constrained in a single port, which was technically demanding, and the incision length impeded the widespread adoption of SSL for laparoscopic surgery [11] [12] [13] [14] [15] . The new approach must maintain the ergonomics of traditional laparoscopy and reduce the incision length. We have therefore investigated trocar-less laparoscopy, which relies on conventional laparoscopic trocars. For example, a laparoscopic cholecystectomy was performed using 2 conventional trocars in this study. Because trocarless laparoscopy is predicated on conventional trocars, the surgical instruments for the new approach, such as the retractor and cautery device, are the same as those used for conventional laparoscopy. Trocarless laparoscopy addresses the dilemma of SSL while offering additional benefits. It saves money and training time compared with SSL, which encourages its clinical adoption.
The new instrument's special positioning technology anchored unit on the dummy skin surface. Decoupling did not occur during the operation, even when the wires were used to pull out the camera. The camera' s 30° downward angle enabled critical views of the procedure. The image generated by the camera was excellent because it was equipped with the highcolor temperature LED and the focal length of the camera lens was appropriate for the height of the pneumoperitoneum. The mean operative time was 42 min (38-45 min) ( Figure 2B and C). After confirming the camera's feasibility for trocarless laparoscopic cholecystectomy in vitro, similar procedures were also completed in 4 canines without adverse events, such as bile spillage. The mean estimated blood loss was 6 mL (3-10 mL). In the canine model, the camera was also inserted into the abdomen through a 12-mm conventional trocar and was easily "pulled up" to the thin abdominal wall (approximately 1 cm according to the preoperative ultrasound). The camera was manipulated into position by smoothly sliding the external magnetically anchored unit. Because of the 30° downward angle, the critical views were achieved well, and the image quality was as excellent as it was in vitro, with high resolution and sufficient lighting (Figure 3 ). Approximately once per operation, the camera had to be pulled out by the wires to clean fog off of the lens. There were no instrument collisions. The mean operative time was 50 is the key to trocar-less laparoscopy and should address the following requirements: First, the new instrument should not occupy space in the trocar during surgery to avoid instrument conflicts. Second, the new instrument should use the entire insufflated abdomen to accommodate the required changes in position. Many positioning technologies have been attempted in trocar-less surgery, such as vacuum positioning, needle anchoring, and magnetic anchoring [16] [17] [18] . Magnetically anchoring is the most promising positioning technology because the coupling force is generated by internal and outer components without direct contact, thus allowing the instrument to be free from the trocar and enabling the full use of the insufflated abdomen. Other positioning technologies have deficiencies in reliable anchoring and convenient guidance.
Surgeons who perform minimally invasive laparoscopic procedures have significant interests in developing magnetically anchored and controlled instruments. Numerous instruments have been developed, such as cameras, retractors, dissectors, and even surgical robots [19] [20] [21] [22] [23] [24] [25] . Most of these instruments are above Φ20 mm because they aim to address instrument collisions in SSL, which are not suitable for trocar-less surgery that relies on conventional trocars. Our team has strongly advocated this promising technology in the hope of further advancing minimally invasive surgery. Our team previously developed a deployable magnetically anchored retractor that could pass through a conventional 12 mm trocar [26] . We also developed an MMAC measuring Φ11 mm × 50 mm aimed at reducing the incision of SSL ( unpublished data). However, the view angle of this camera is 90° downward, whereas conventional laparoscopy has a 30° downward angle. In our current work, we refined the camera's internal magnets and vision model to minimize its size. More significantly, the latest generation of the magnetically anchored camera achieves a 30° downward angle using a metal hexagonal nut, thus making the new camera suitable for trocar-less surgery. The 30° downward angle was achieved as follows: (1) the bottom of the vision model was fixed to point A and point D of the metal hexagonal nut; (2) the metal nut was attracted by an inner magnet (the inner magnet was vertical to the long axis of the camera) so the vision model would achieve a different downward angle by turning the nut; and (3) when LAE was parallel to the long axis of the inner magnet, the vision model had a 30° downward angle ( Figure 5 ). This is a simple but reliable method to achieve the 30° downward angle because the nut is hexagonal.
This is a small pilot study limited to a canine model. The new generation of cameras will be a vital advance only if the following problems are addressed: First, if the new camera can cooperate with other magnetically anchored and controlled instruments (such as the magnetically anchored retractor that we developed previously), the trocar-less laparoscopy performed with a single conventional trocar will be possible. Unfortunately, in our experience, multiple outer magnets cause magnet-to-magnet interference and operator hand-to-magnet collisions. The minimum separation distance of outer magnets is considered to be 3 cm [16] . Future studies should focus on developing an external magnet platform to reconcile the collisions by keeping the outer magnets at an appropriate separation distance. Second, kinematic safety is still a blind area in magnetically anchored and controlled instruments. Although decoupling rarely occurs in current research because the latest camera is light and the outer magnet is sufficiently large, it is necessary to resolve the cause of decoupling to operate magnetically anchored and controlled instruments safely. Abdominal wall thickness has been regarded as a relative factor [27] . However, more issues need to be explored for the further development of magnetically anchored and controlled instruments.
In conclusion, we have successfully designed, manufactured, and implemented a new magnetically anchored and controlled camera system to perform trocar-less laparoscopy. The system consists of an MMAC with a 30° downward angle, a vision output device, and an external magnetically anchored unit. The miniature camera measures Φ10.5 mm × 55 mm and weighs 12 g. It can be inserted into a 12-mm conventional trocar and easily maneuvered in the abdomen. The image generated by the camera is excellent and sufficient to perform cholecystectomy. Pilot studies in canine models have demonstrated the feasibility of canine laparoscopic cholecystectomy using the MMAC with a 30° downward angle and only 2 conventional trocars. Future studies will aim to modify the current device and develop new magnetically anchored and controlled instruments to minimize the invasiveness of laparoscopic surgery further.
COMMENTS
Background
Laparoscopy is a promising minimally invasive method that is based on multiple trocars. Decreasing the number of trocars necessary for laparoscopy could further reduce surgical trauma and achieve a better cosmetic outcome. Caddedu first introduced magnetically anchored and controlled instruments in 2007. Such instruments could not share space with the trocar during surgery. However, previous magnetically anchored instruments were greater than Φ20 mm to address instrument collisions in single-site laparoscopy (SSL). This would not be suitable for conventional laparoscopy. Therefore, the authors designed a miniature magnetically anchored and controlled camera system that could pass through the conventional laparoscopic trocar. By using this camera system, the number of trocars required for conventional laparoscopy could be reduced without adding technical difficulties.
Research frontiers
A magnetically anchored instrument is the most promising positioning method for trocar-less laparoscopy because the coupling force is generated by internal and outer components without direct contact, thus allowing the instrument to be free from the trocar and enabling full use of the insufflated abdomen. However, previous magnetically anchored instruments are too large to pass through a conventional laparoscopic trocar.
Innovations and breakthroughs
In this study, the authors provided a miniature magnetically anchored camera measuring Φ10.5 mm × 55 mm, which was the first able to pass through the conventional 12 mm trocar. A trocar-less laparoscopic cholecystectomy using 2 conventional trocars was performed using this camera system. The authors developed an artful method to achieve the 30° downward angle of the camera by simply using a metal hexagon, which is crucial to obtain excellent intraoperative optics.
Applications
The miniature magnetically anchored and controlled camera system provided in this study could realize trocar-less laparoscopy by replacing the trocar used for the laparoscopy. Combined with other instruments, a laparoscopic cholecystectomy based on only one conventional trocar could be achieved in the future by using the camera system, which would be much less invasive than current SSL.
Terminology
Magnetically anchored instruments are positioned intra-abdominally and stabilized through a coupling force to external magnets on the abdominal skin. In this way, the instruments do not share space with the trocar during surgery. The miniature magnetically anchored camera is a type of magnetically anchored instrument used for providing intraoperative optics.
Peer-review
The research group presented an interesting concept. The miniature magnetically anchored and controlled camera system has drawn the interest of surgeons to conduct further research and make a judgment about it. It may be a promising method for trocar-less laparoscopy. This is a very interesting work.
